The use of Total Knee Arthroplasty (TKA) in treatment of chronic degenerative pathologies of the knee boasts of an experience of 50 years. During this period the collaboration between surgeons and engineers produced many developments in the design of the prosthesis. Today this procedure is safe and established even if in continuous development. The progress in technologies and the use of new materials let researches try again old-fashioned techniques from the past in order to be improved. This enthusiasm for those discovers is not always going hand to hand with scientific validation: many open questions remains Every different concept of the design tries to answer to special needs as the reach of the highest ROM, the reduction of pain and debris, articular geometry, the type of fixation, the modularity of augments and stems, the types of constraints, knee kinematic and of course costs. (www.actabiomedica.it)
R e v i e w

Evolution of TKA design
Historic development
The idea of interposing soft tissues to reconstruct the articulation damaged dates from the IX century: pig bladder, nylon, fascia lata, cellophane were used without many advantages (1) . In 1860 Ferguson began to resect both articular surfaces creating a mobility between the segments and the formation of new subchondral surfaces but it meant tendon laxity that would result in a lower joint stability (2) . In 1958 MacIntosh introduced his interventions of hemiarthroplasty for treating varus or valgus knee. He implanted a tibial acrylic plateau in order to correct deformities restoring stability and reducing pain (3) . McKeever developed an evolution of MacIntosh plates using metallic materials: this change showed good results specially in Rheumatoid Arthritis (4) . The introduction of high density polyethylene of 1963 and the simultaneous discovery of the cement as an element of fixation were definitely milestones (5) .
Gunston was the first to study the metal-polyethylene ratio (6) . In 1973 Freeman and colleagues deliberated some key objectives that a prosthesis had to reach. They appear for the most part still current. They stated that the amount of bone removed should be always compatible with a possible saving procedure as arthrodesis. They suggested that both components should be incompletely constrained so that twisting and varusvalgus stress cannot be transmitted to the bonds between the prosthesis and bone. They established that the friction should be decrease as much as possible and that the hyperextension-limiting mechanism should be progressive rather than abrupt. They settled that the prosthetic component should be fitted to the bone by means that spread the loads over the largest possible area of the bone-prosthesis interface. Among other goals the reduction of wear debris and the infection rate (possible with few dead spaces), the drafting of a standard procedure, the achievement of a sufficient ROM value (from 5 degrees of hyperextension to 90 degrees of flexion), the importance of ligaments (7) .
Resurfacing prostheses
The development of the condylar-resurfacing type of TKA followed basically two conceptions: functional and anatomical. The functional approach pointed more to a biomechanical simplification of the new joint: it was characterized by the excision of cruciate ligaments. Total Condylar Prosthesis (TCP) was the first model: it was designed in the '70 with a Chrome-Cobalt femoral shield and two components in polyethylene (Tibial and patellar). The most important feature of TCP was a good distribution of the weight-pressure onto the polyethylene obtained with high-congruency of the tibio-femoral joint: two symmetrical femoral condyles with smaller ray of curvature (Optetrak or Advance) interfaced with a congruent tibial base. Flexion stability was also increased by the presence of a central cam. This concept showed nevertheless an anterior translation of the femur during flexion, low levels of ROM and high anterior polyethylene debris (8) . This weakness was exceeded by Insall-Burstein Total Condylar Knee. Their device had a more posterior point of contact. With the perfection of the cam-andpost mechanism other designs of TKA reached 110° degrees of flexion. However, anatomic approach provides a prosthetic design that could fit ligament anatomy and functionality, without sacrifice. Duopatellar and Duocondylar models were conceived according to this strategy. Kodama and Yamamoto in the '60s developed a prosthesis with a uncemented polyethylene tibial component horseshoe shaped that allowed to avoid cruciate ligament loss (9) . Then Townley going towards the same direction added the concept of polycentric geometry (10,11) Leeds Knee, Buechel and Pappas were other supporters of the "anatomic" choice. They contributed in the realization of a mobile meniscal bearing resurface prosthesis (12) . The menisci independently slip on curved tracks, favoring the axial rotation of the femor. These achievements were fundamental for the development of the modern LCS (Low Contact Stress) prosthesis.
Constrained prostheses
Constrained prostheses are the models that can assure the best stability for the joint. The stabilizing function is completely due to the prosthesis: the long stems allow to obtain a self-alignment of the implant. Among the different constrained prostheses, the hinged ones are able to self-stabilize so that they can be used in the most crucial situations and the ligament sacrifice as long as wide soft tissues resections. Walldius (13) and Shiers (14) did the earliest studies. Those designs were uncemented, although later developments as such as the GUEPAR (15) . In some implants the support plate is absent or is reduced and thus the transmission of forces takes place through the long wedge rod. Such prostheses imply a certain quantity of bone remodeling. design tried to reduce the bone resection: they put the sliding bushes of the pivot in holes formed directly in the femoral epiphysis with the result of a stress on the femur very far from the physiological one. A great limit of the hinge prostheses is the lack of translation of the center of instantaneous rotation of the knee during flexion-extension movement. The prostheses constrained mechanically without rotational ability, cause high stress in torsional loading of the prosthetic components, due to the absence of rota-tion with risk of mobilization. The first generations of those hinge prostheses showed indeed high percentage of complications such as detachments, fractures, infections, dislocations. The hinge prostheses are used only in rare cases of serious instability and are therefore not currently in widespread use. In other successive model like Rolamite's one the axis of rotation moves moving back in the course of flexion (17) and in Walker's one the hinge is constituted by a pin and a slot allowing a movement in the axial direction. In the spherocentric models stability was guaranteed by a sliding spherical fulcrum in a cylindrical throat so that the correct rotation is obtained from the shape of the femoral condyles and the rotation of the tibia (18) . Early hinged prostheses were then supplanted by rotating hinge devices like KRH (Kinematic Rotating Hinge) which it is still reserved in serious ligament insufficiency (19) . In cases like revision or complex primary TKA in wich a strong linked hinge is not required it is possible to use an unlinked constrained device as CCK (Constrained Condylar Knee): a cam-and-post mechanism (like the posterior-stabilized's one but taller and thicker) provides to obtain resistance to posterior translation and varus-valgus stress (20) .
Current general TKA features
Articular geometry and fixation of the tibial component
The stability of knee depends on geometric congruity, static stabilizers (ligaments) and dynamic stabilizers (muscle-tendon units). Prosthetic implants should have articular surfaces with the best wear resistance and balance for soft tissue structures that are insufficient or removed (21) . Wear of polyethylene is an important problem in TKA, as much as the quality of the polyethylene, productive process and thickness of the tibial components. Polyethylene wear can be reduced by radical enhancements in the inherent qualities of the material, through cross linking or by reducing the contact strain at the joint surfaces, improvement the conformity of the femoral component and polyethylene insert. The fixation method of tibial component is different among knee prostheses. Prosthetic implants frequently used both cemented com-
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ponents, and these have shown really good clinical and radiographic results in the long term (22) . Use of cement with single-post designs provide the lowest interface stress system. Also many porous-coated implants designs have shown good long-term clinical and radiographic results (23, 24) . Uncemented implants have demonstrated strain concentrations around small tibial pegs with bone density is more in the centre and decrease in peripheral parts. Cementless tibial component with central stemmed and bladed designs make better than short pegs placed near the periphery. Many prosthetic implants now offer uncemented fixation options for the tibial, femoral and patellar components that may be used in conjunction with cemented components (25) .
The majority of surgeons still prefers cemented fixation (26) because despite the cementless prostheses show good clinical mid-term results many studies have also indicated greater functional outcomes and lower revision rates among cemented TKAs (27) .
New long term randomized clinical trials of at least 10 years are necessary to compare cementless fixation based on the new ingrowth surfaces with standard cemented implants.
Types of constraint and the femoral rollback
Constraint is the competence of a prosthesis to provide flexion-extension and varus-valgus stability in the face of bone loss and ligamentous laxity. This feature implicate models with different constraint: traditional cruciate retaininig, posterior stabilized, varusvalgus constrained and rotating-hinge (28) .
The femoral rollback is the posterior translation the femur with progressive flexion. In the native knee rollback is controlled by the anterior cruciate ligament and posterior cruciate ligament, so for good TKA is important to improve quadriceps function and range of knee flexion by preventing posterior impingement during deep flexion. For that reason CR prostheses have posterior displacement of femoral condyles similar to a native knee, whereas in PS protheses tibial component contacts the femoral cam causing posterior displacement of the femur. Nevertheless, also in CR prostheses is important to compensate the PCL with methods such as PCL release and recession (29, 30) .
The sharp distinctions emerged during the history of prosthetic design as the concept of "anatomical" and "functional" have been declining and currently many aspects are common to different types of implants that can be grouped into classes in terms of similarities and differences of the characteristics specified above. In recent years, the evolution from the early models was characterized by a mixture of the various designs to the point that implants with maintaining cruciate ligament (CR) and posterior stabilized (PS) share many elements in common.
The evolution of the PS implant has secured over the years more and more degrees of flexion, lower pressures and less wear of the polyethylene with the improvement of the posterior cam mechanism that simulates also the LCP allowing a good roll-back of the femur on the tibia in flexion. Examples of implants derived from TCP are the NexGen LPS-Flex Fixed (and his High-Flex variant optimized for gender), the Press-Fit Condylar (PFC), the Advance PS and PS Optetrak.
Among the CR prostheses, represented by the evolution of the Duopatellar, Kinematic I and II and PFC CR are noteworthy. The advantageous features of the current resurfacing include a variable range of measures, specific femoral component side with trochlear grooves anatomically oriented in order to keep the patella (whether native or coated), modular metal-backed tibial components, a congruent tibiofemoral geometry to control shear forces and the wear of polyethylene and a distinctive design of the posterior femoral component defined as "J-curve": the presence of more radii of curvature in the sagittal plane (greater congruence of the components during the first part of the bending and less towards the posterior condyles) allows the roll-back and a good range of motion. The NexGen prosthesis PFC Sigma, Genesis II and Vanguard are examples.
Currently among constrained prosthesis without the hinge: LCCK, Sigma TC3, Legion Revision, Vanguard SSK and Triathlon TS systems.
As we know Rotating Hinge Knee (RHK) prostheses are characterized by the presence of a rotating plate designed to eliminate the rotational restraint of the first hinged models. Some examples are the S-ROM Noiles, the Limb Preservation System Rotating Hinges, the Nex Gen Rotating Hinge Knee (RHK), the Orthopedic Salvage System (OSS). In the choice of the type of constraint the fundamental concept is that the increase of constraint is not always the solution to the problems. Instability after elective total knee replacement is the main cause of revision with a percentage ranging from 10% to 22% of cases (31) . Instability in flexion is often underestimated. The choice of type of constraint today relies on algorithms that can help the surgeon in the decision.
First the surgeon should check the varus-valgus stability, any flexion-extension mismatch and the stability of the LCP. In the case in which all these characteristics were good, the surgeon can rely even to a CR prosthesis. If there is only an alteration of the LCP the choice will fall on a PS. In case of flexion-extension mismatch or varus-valgus instability it will be necessary to implant a PS / CCK or choose a hinge constrained prosthesis considering if those instabilities are correctable with bone/soft tissue reconstruction or not. The CCK is indicated in cases of stability of almost one of the compartments (medial or lateral), deletion of deforming forces and in small losses of substance. In cases of severe laxity, lack / inadequacy of collateral, severe valgus, higher losses of substance and revisions indication is given to RHK. The hinge-fixed prostheses are today reserved for those cases where there is also a serious muscular impairment of quadriceps (32) .
Meniscal-Bearing Prostheses
The debate over the use of meniscal-bearing prostheses is still open (33, 34) . The mobile insert is dynamically aligned to the femur throughout the entire range of motion. There are 2 types of interaction surfaces: Femor-Polyetilene and Tibia-polyetilene. The interaction between Tibia and Polyetilene consists of 4 types of movements: pure rotation, AP pure translation, AP translation and associated rotations, driven slicing through a rail. Last mobile-bearing models are known as LCS (Low-Contact-Stress) knee prostheses. They are derived from Oxford prosthesis (used nowadays for unicompartimental prosthesis with both cruciates preserved). The theoretical advantages of this type of design are attributable to the obtaining of a lower kinematic constraint while maintaining a high joint congruity, the minimization of the cutting forces, a reduced wear of the polyethylene, a good patellar kinematic. The good short-term results clash with the incidence of new types of complications such as dislo-cation or breakage of the polyethylene and the trapping of soft tissue indicating greater risk of revision for mobile-bearing knee implants (35) .
A rigorous surgical technique and a good limitation in mobility of the insert can reduce those complications. "In vivo" studies using 3D fluoroscopy techniques (36, 37) show a paradoxical kinematic of the joint similar to knees with the anterior cruciate ligament injury (38) In conclusion, mobile inserts seem to offer advantages compared to those fixed in the short term, but it remains to verify the long-term results in high number of implants.
High-flexion and gender-specific prostheses
Postoperative flexion after TKA normally achieved 110°. Nowadays especially in younger patients the raised desire to pursue activities associated with greater degrees of knee flexion, have driven the generation of knee prostheses designed with higher degrees of flexion (>125°) (39, 40) . Design characteristics that have been used in many of these implants include: lengthening the radius of curvature and increasing the offset of the posterior offset to improve contact surfaces in high flexion, thereby decreasing the risk of polyethylene wear; recessing the tibial polyethylene insert and lengthening the trochlear groove to decrease the potential for extensor mechanism impingement in deep flexion; modifying of the cam -post design of PS variants to reduce the risk of dislocation in high flexion. These improvements allow intensified femoral rollback translation and clearance in deep flexion (41, 42) .
The anthropomorphic variation between different genders, races, and ethnic groups have long been recognized, women undergo TKA more frequently (1.4:1) than men, however increased acknowledgement has also led to the introduction of modified components to accommodate the anatomic differences between sexes. Early results examining the use of these devices there appear to be no important differences between the two groups in terms of clinical or radiologic outcomes (43) (44) (45) (46) .
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Knee kinematic
Introduction
A good understanding of the kinematic and of the behaviour of the different structures of the knee is the starting point for every surgeon. Only with this knowledge we can decide the correct treatment and management of all knee lesions. The knee is a modified hinge joint and the knee movement is described as ROTO-TRANSLATION. Thanks to the last anatomical studies we know that this articulation has 6 degree of freedom: 3 degree in rotation and 3 degree in translation (47) .
First generation
The first important study about the knee kinematic was made by J O'Connor who developed the Four-Bank Link Theory in the latest 80 (48) . He demonstrated that "kinematic of the knee is guided by a four-bar link" represented by the articulation surface of tibia and femur and by PLC and ACL. The centre of rotation was the intersection of the cruciates. In his theory the flexion of the knee produces a rollback and a posterior shift of the centre of rotation.
Axis of rotation shifts, from extension to flexion, first posteriorly then distally generating the roll-back of the knee.
For this reason in '80-'90 have been developed J-CURVE femoral components. This new design matched the changing axis of rotation with 3 keypoints: changing flexion-extension axis, decreasing radii and supported "rollback" and "four-bank link" theory. Examples of this type of design were Vanguard, Journey II and Persona, all implants with same characteristics and limitations. These traditional knee implants slide anteriorly (paradoxical motion) due to tibio-femoral incongruity in flexion and loss of stabilizing structure functions. All of these problems were well described in literature (49) (50) (51) (52) . With the term "paradoxical motion" authors refer to the sliding of the femur forward on the tibia, this may results in audible impacts that could comes from patella-femoral or spine/cam interface and produces anterior knee pain (53) . This kind of problem was observed also in the traditional PS knee (Cam & Post), engaging at 65°-70° (54) . To find a solution many kinematic studies have been developed in this period trying to overcome the Four-Bar Link Theory. One these was conducted by D. Eckoff: "note that the radius of the cylinder fit to the medial femoral condyle is slightly larger in radius compared to the cylinder fit to the lateral femoral condyle but the center of each cylinder lies on a single axis." (55) Second generation But only Hollister in 1993 was the first that refuted the 'O Connor Theory. She introduced the new concept of a single axis of rotation with her study "The Axes of rotation of the knee" (56) that changed everything.
She observed six fresh frozen cadaver specimens and studied the movement through flexion-extension and internal-external rotation.
Mechanical axis finder was used to locate flexion axis and longitudinal axis. Previous studies used 2D techniques to record 3D motion. Axis location of the knee was originally thought in red, but study showed that the black axis is the correct one. A single flexionextension axis can be approximated by the origins of the collateral ligaments, superior to the intersection of the cruciate ligaments, thus debunking the "Four-Bar Link" theory. Furthermore she observed that the longitudinal rotation axis passes through centre of tibia. Other studies in the same period confirmed these kinematic principles. Blaha et al. studied 130 cadaveric femurs (57) . They drilled a Steinmann pin through the flexion/extension axis and after the femurs were crosssectioned and measured from drill hole to distal and posterior condyles every 10 o. They found femora circular past 100°.
The distance from drill hole to distal and posterior condyles was nearly equal at each interval and indicates a constant flexion-extension axis. Between 1990 to 2000, basing on these new concepts, the second generation of implants was developed.
Single radius knee prosthesis were designed to produce symmetric rollback but had a lack of tibiofemoral congruency and were commonly associated with instability.
Last generation
After the first generation prosthesis based on 2D studies and the second generation single radius knee design based on 3D femoral only studies, in 2000 new 3D studies of the medial pivoting kinematics have led to the modern age prosthesis. The innovative insight was represented by the concepts of medial stability and lateral translation relative to the tibia. First Freeman and Pinskerova, after Nakagawa and many other like Johal and Komisteck understood the different mean and value of medial and lateral compartments and concluded that the medial side stays stable and the lateral side moves anterior and posterior to accommodate rotation.
The axis was not located at the crossing point of the cruciate ligaments. Tightest grouping of the heli-cal axes was in the medial condyle. Average of all axes approximated the epicondylar axis (58) . Moreover the MRI and anatomical observation underlying the difference between these compartments demonstrating the concave aspect of the lateral tibia and the concave aspect of the medial tibia (59) . The constant radius, the stable pivoting movement patterns on the medial epicondyle and the arcuate translation on the lateral condyle are the basis of the medial pivot design of the new generation.
In nature every structure has a specific action. The lateral meniscal path allows 15° of motion, the medial meniscus provides stability: his posterior lip stops posterior slide and his anterior lip stops the anterior slide.
The PCL stops anterior slide and ACL stops the posterior slide. The goal of the new design is to rep-licate the nature as more as possible. Advantages of a constant radius are a constant tension on collateral ligaments, an early range of motion, the restoration of anatomic patellar track and constant contact area throughout all range of motion (60, 61) .
The main features of medial pivot knees are a constant radius in both condyles due to the spherical geometry, the femoral-insert medial conformity and a full ROM stability.
All these aspects work together to obtain a restored flexion/extension axis and a constant tension on collateral ligaments.
Today concepts of constant femoral radius, medial ball-in-socket and lateral rollback are the basis of the medial pivoting kinematic and work together to replicate nature as more as possible. The aim of next future knee generation is to improve further stability and function.
Modularity of augments and stems, interchangeability of sizes
The ability to augment a standard prosthesis, to add stems, augments and wedges, for orthopedic surgeon is the possibility to customize implant intraoperatively. The modularity is very beneficial for revision surgery when deficiencies of the bone cannot be totally anticipated. Alternatives include metal augments for bone loss, tibial baseplate with modular polyethylene insert, modular tibial and femoral stems. For bone loss choices to metal augments include bone grafting, cement alone and cement and screws (62) . Femoral and tibial stems in prosthetic implants with different lengths can be used with cement or without are also a significant part of modular knee systems. The sizes of prosthetic components are based on mean dimensions, however do not always fit well the tibia and femur in the same articulation. Interchangeability of sizes, to choose independently of each other components according to the fit on their respective bones, becomes appealing element.
As with other features of prostheses, also in this case some compromises are interested, mostly in regard to the degree of articular congruity or the inventory of components that must be available.
Metaphyseal sleeves and metal cones in combination with semi-constrained designs are used in cases of bone loss and collateral ligaments instability. The first are used with both femoral and tibial components to transfer the aid for implant fixation stimulating bone growth while cone augments provide structural support in the area of bone loss offering an alternative to grafting procedure.
The future: Navigation, PSI, MAKO systems
Currently the most common balancing techniques are the "measured resection" and the "gap balancing" The balanced gap technique is based on ligamentous balancing before performing the bone resections: this allows to align the lower limb before evaluating the rotation of the femoral component. Even with this technique we can detect some disadvantages such as the risk of losing the preservation of a proper joint line, the difficulty of balancing in mid flexion, poor reproducibility, the risk of creating instability after the latest resections due to an excessive ligamentous release in extension. The fundamental objective of the technique is to obtain a symmetrical and balanced space in extension and flexion (64) . Many mechanical and computerbased balancing tools are created using a combination of both these techniques. Resections and ligamentous balance occur independently and thus lead necessarily to change the alignment of the preliminary resections. Working in accordance with the specifications of each of the two techniques, many tools help to improve alignment while unfortunately fail to simulate accurately the final result and the prefixed alignment targets. There have been lots of efforts to overcome these problems: improvement in instrumentations and prosthetic design, new implanting systems like navigation, robots and recently the creation of specific implants for the patient (patient specific implants: PSI). The Assisted Computer Navigation (CAS) was introduced several years ago in orthopedic surgery. The method has been accurate and reproducible in maintaining bone resection and ligament balance, in the correct choice of sizes and in the kinematic evaluation of the system. The disadvantages of navigation are related to many factors that lead to the abandonment of this technique such as errors during the registration procedure of the landmarks, mobilization of the fiches and potential fractures due to the insertion of them. The extended surgical time, the increased risk of infection for prolonged exposure and system costs have meant that this method has not been very successful; the recent literature doesn't show a clear advantage of navigation compared to the traditional technique (65) . The robot assisted technique was introduced in the 90s and then has been abandoned because of the complexity of the preparation (pin positioning in the operating room, successive CT-scan for the study and the return in the operating room for surgery). In recent years this technique has been reclaimed for the reproducible system accuracy and computer-based control of balance. As for the CAS, the Robot Assisted Technique has shown some disadvantages which have limited its diffusion: the intraoperative loss of landmarks and therefore the changing of the procedure, the possible loosening of the pin or pin-related fractures, the higher costs.
PSI System
In recent years specific pre-navigation guides have been introduced for the patient (PSI). The aim is to get a better alignment in comparison to the traditional using CT-3D-scans or MRI and long-standings Xrays of the legs to create custom-made guides through modern rapid prototyping systems (3 D printer) .The company that produces the cutting masks acquires the information given by the examinations. In accordance with the surgeon's preferences (varus-valgus angle, thickness of the cuts etc.) they prepare the draft which is then validated by the user and in about 3-4 weeks PSI guides are ready to be sent for the surgery. The PSI guides are designed to obtain a correct positioning of the prosthetic components mainly researching the alignments on the anatomical axis of the patient, an improvement of Mesaured Technique. A subsequent ligamentous release is required to get the correct balance of the joint space.CT,MRI and X-rays are static and not dynamic examinations so there is no doubt that the evaluation of the "unbalancing" remains detectable only through the clinical evaluation of the operator.Prepared PSI-guides allow to perform the distal femoral cuts and the proximal cut of the tibia, then the procedure continues with the traditional masks.. The learning curve is essentially linked to the correct positioning of the masks: if obtained through CT-scan imply the removal of osteophytes and cartilage, while if obtained through RMI only through the removal of the soft parts. the instrumentations and the containers in the operating room can be reduced because the alignment instrumentations are no longer needed . It will be sufficient just the opening of the box containing the cutting masks of measures identified by preoperative planning. The absence of opening of the femoral canal reduces blood loss, the risk of fat embolism, thigh pain in the postoperative and consequently a reduction of the recovery time. The prosthetic implant alignment is obviously the most accurate possible and should lead to an improvement in the survival of the prosthesis and functional results. Compared to the traditional technique, the PSI system uses, as described above, a CT scan or MRI, both expensive tests but not considered as such in the Anglo-Saxon world as they are charged to the patient, while in Italy they are charged to the National Health Service (66) .
The recent literature does not support the advantages of PSI system compared to the traditional technique, the conclusions demonstrate that there are no evident differences between the two methods in terms of alignment and clinical results. Several authors say that the limits of these studies are represented by the short duration of follow-up and therefore they all agree on the need of more medium and long-term analysis (67) .
These tools help to assess and improve joint balance before any femoral resection and simulate the size and the location of the prosthetic components. Everything can be performed with the patella in a reduced position in order to reduce the external stress. The creation of this system comes from the need that the ligament balance and femoral resection must not be carried out independently from each other. The ligamentous release made after performing the femoral resection results in the final implant alignment alteration. Thanks to the chance to simulate the final positioning of the prosthesis, the resections and the balancing can be performed so as not to bring final alignment alterations. The spaces of flexion and extension should be physiological and dependent on the individual patient and cannot be standardized.
Despite the interesting implications, surgeons today continue to prefer the traditional method also for lower costs.
MAKO
Mako-plasty is a procedure for reconstructive surgery using robotic-arm assisted and three-dimensional computer imaging based on a CT scan. This permit to determine accurate planning of implant size, orienta- tion and alignment preoperatively. During the surgery the adjustments of robotic arms allow for cut away only the bone planned to resected prior to surgery, more correct kinematics and soft-tissue balance.
All these considerations allows us to admit that the ideal design for everyone would be the one that imitates the "own knee design". The achievement of a good movement is better perceived by the patients than a simple perfect mechanical activity restoration: every patient feels as "abnormal" a knee with a great mechanical activity but unable to reproduce his own knee. The challenge remains to obtain a prosthetic design suitable for every patient (68) .
